by assuming that temperature has no effect or by making a small correction for temperature and using a correspondingly different factor for water vapor. In accordance with the usual custom the former practice will be followed, and the present discussion will be limited to the effects of barometric pressure and of water vapor. The normal proportion of water vapor has been fixed at 8 liters for the pentane lamp; the correction factor (a) has been several » J. f. Gas. u. Wasser., 49, p. 561; 1906. 10 Electrician (London), 53, p. 751, 1904; J. Inst, of Elect. Eng., 38, p. 271, 1906-7; J. Gas Light., 99, p. 232, 1907: N. P. L., Collected Researches, 3, p. 49, 190S. 11 Butterfield, Kaldane, and Trotter: J. Gas Light., 115, p. 290, 1911;  and Amer. Gas Light J., 95, p. 145, 191 
